New needle cricothyroidotomy setup.
We propose a simple and flexible connection setup for needle cricothyroidotomy. Needle cricothyroidotomy is a life-saving procedure. It is technically easy to perform, but it cannot provide adequate ventilation for a long period of time. The standard recommended ventilation equipment for needle cricothyroidotomy consists of a jet insuflator connected to a source of oxygen with 50 psi pressure. Such a setup is not always available in emergency situations. Alternative setups using ventilation with a bag-valve had been proposed. All of them are either too bulky or rigid, which increase the chance of cricothyroidotomy catheter dislodgment. Connection proposed by us is flexible, readily available, and easy to set up.